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1 Para C (DIGITAL 

SYSTEM & 

IMAGE 

MANAGEMENT), 

point 16, pg 2

Stent boost mobile or equivalent facility 

in the C-arm  

We request you to please make only 1 change 

in final specs that you released :

C16 : Pls DELETE “Stent boost mobile or 

equivalent facility in the C-arm” as per our 

understanding  this feature is specific to 1 firm / 

Trademark of 1 firm PHILIPS as per google. Pls 

see attached .

Amended As: Deleted

Post Prebid-response-quereis

Mother & Child Block, AIIMS

Department: Radio- Diagnosis

GeM Bid Number: GEM/2022/B/2701599 Dated: 03-11-2022

Name of the item: C-Arm Digital Flat Panel Fluoroscopy (Under Couch)


